Inaccuracy quality control in the monitoring of trace metal concentrations in biological fluids.
Quality assurance in trace element analysis requires continual surveillance of the accuracy and precision of results. A review of difficulties encountered in performing quality control programs of trace metal analysis in biological fluids is presented. Examples to clarify the inadequacy of available biological reference materials for quality control in biological monitoring of environmental and occupational low level exposure to metals are reported.